INTRODUCTION
============

When astronauts travel beyond the protective shield of Earth's magnetosphere (to the moon, asteroids, Mars) for extended periods, there will be a need for active radiation monitoring for radiation protection and risk assessment. Tissue-equivalent proportional counters (TEPCs) have served as radiation monitors onboard the International Space Station (ISS) and the Space Shuttle. However, those instruments are too large and power intensive to be used on missions beyond low-Earth orbit (LEO). In order to extend the heritage of the TEPC technology to missions beyond LEO, a compact and low-power version of this technology is required. The challenge is to develop a TEPC that can satisfy the size and power requirements while also providing reliable dosimetry for the complex radiation environment in space, which includes both steady-state galactic cosmic-ray (GCR) radiation and highly variable solar particle event (SPE) radiation.

Standard TEPC measurements are difficult in high intensity radiation fields where single events cannot be resolved and where radiation intensity may vary over time. One approach to dosimetry under such conditions is the variance-covariance method using two detectors that operate in phase; i.e., obtaining absorbed dose rate from the rate of charge accumulation in one detector and dose mean lineal energy (*y*~*D*~) from the difference between the variance of the signal from one detector and the covariance of the concomitant signals from the two detectors ([@R11]). The variance-covariance method has been used on Earth in the microdosimetric evaluation of high intensity and low intensity time-varying radiation fields using both dual and single detectors (e.g., [@R5]; [@R12]; [@R13]; [@R14]).

To meet the stringent size and power requirements for deep space missions, it became clear that multichannel analysis or dual detectors would not be practical. It was decided to employ a variance-covariance approach using a single detector. The approach described here was to develop a spherical Benjamin-type tissue-equivalent plastic detector, a pre-amplifier with charge integrator, a statistics-based algorithm suitable for a single detector, and a compact electronics package with real-time data processing. The results would be wirelessly transmitted to the spacecraft for display and making health physics decisions. This integrated system would eliminate the need for a multichannel analyzer and permit real-time monitoring of dose rate, quality factor, and dose equivalent rate during both ambient conditions and during a SPE. The method used here, together with a charge integrator and data processing, would reduce (perhaps eliminate) the possibility of saturation during exceptionally large SPEs, which is a limitation for conventional TEPCs, including those deployed on the ISS.

DESIGN AND FABRICATION
======================

Radiation detector
------------------

The radiation detector is based on the concepts of a spherical TEPC. Specifically, the design incorporates features described by [@R3]. The objective was to improve the uniformity of the electric field along a single anode surrounded by a spherical conducting shell (Fig. [1](#F1){ref-type="fig"}). The spherical shell has an inside diameter of 18 mm and an outside diameter of 24 mm. The wall thickness is 3 mm. Wall material is A‐150 tissue-equivalent plastic. The thickness of the wall was selected to provide sufficient buildup of delta rays into the spherical gas cavity without causing excessive fragmentation of HZE particles penetrating the plastic wall or attenuation of MeV-energy neutrons ([@R17]; [@R6]; [@R7]).

![(left) TEPC detector assembly, (center) attached to pre-amplifier circuit boards before the wire cage and vacuum chamber were added, and (right) enclosed in gold-plated vacuum chamber.](hp-109-277-g001){#F1}

To minimize microphonic noise caused by cathode vibration problems, which may occur in space applications, the tissue-equivalent cathode was mounted on prototype boards using the anode insulators and a wire cage providing mechanical support at the upper end of the cathode. This arrangement keeps the cathode securely clamped to the circuit board. The top insulator houses a small coil spring (Kadee part no. \#622 HO-Scale Knuckle Spring; Kadee Quality Products Co., White City, OR, USA) to tension the anode wire, and the other end of the anode is soldered to a wire form, which serves as the connection to the charge integrator and is securely bolted to the circuit board. This configuration has eliminated anode breakage and tensioning problems. The anode insulators also house small TE plastic cylinders, which surround the anode wire and function as the field shaping electrodes in the Benjamin design. The insulators were machined from Kel-F plastic rod, and the TE cylinders were epoxyed into counter bores in the inside ends of the insulators. The vacuum chamber is 0.1‐mm-thick aluminum with nickel-gold alloy plating on both the interior and exterior (Fig. [1](#F1){ref-type="fig"}, right) to provide reliable electromagnetic shielding. The vacuum chamber and base plate are joined with screws compressing an indium wire gasket.

Pre-amplifier and charge integrator
-----------------------------------

Application of the variance-covariance approach to microdosimetry requires measurement of the total charge produced by the detector in fixed time intervals. Many different approaches can be taken to determine the charge collected, but for a compact portable instrument, the preferred approach is the one that can be implemented in electronics with minimum mass and power consumption. Alternatives include measuring the current with an electrometer and integrating the charge for a fixed time using a voltage-to-frequency converter, recording the pulse height for individual events and summing for the desired time, or collecting charge on a capacitor for the specified time and reading the voltage on the capacitor. Of these basic approaches, measuring the charge on a capacitor appears to require the least electronics, since a relatively simple circuit based on a charge sensitive preamplifier and an analog-to-digital converter will achieve the needed results. The block diagram of a simple charge-sensitive preamplifier is shown in Fig. [2](#F2){ref-type="fig"}a. When charge from the detector is deposited at the negative input of the operational amplifier, its output voltage increases until the potential difference between the + and -- inputs is 0. The output voltage then holds the charge on the feedback capacitor, C1. The feedback resistor, R1, which is usually 10^8^ or 10^9^ Ω, is used to bleed charge off of C1 to prevent the output voltage from reaching the amplifier's maximum voltage when more charge is received from the detector. If R1 is replaced by a switch and a relatively small resistor, R1a (Fig. [2](#F2){ref-type="fig"}b), the output voltage will be proportional to the charge collected since the switch opened. The switch can be closed at the end of each charge measurement interval, but this is not necessary, since the voltage can be measured at the beginning and end of the interval and the difference will give the charge collected during the interval. Since the feedback resistor in Fig. [2](#F2){ref-type="fig"}a is a source of electronic noise, the approach illustrated in Fig. [2](#F2){ref-type="fig"}b has been used to reduce noise in pulse-height analysis systems.

![Block diagrams (a) of a conventional charge-sensitive preamplifier and (b) of the preamplifier modified here to integrate charge until the switch is closed by a signal from the microprocessor.](hp-109-277-g002){#F2}

The use of the approach outlined in Fig. [2](#F2){ref-type="fig"} as a charge integrator requires only the conventional preamplifier with R1 replaced by a small relay in series with a 10‐MΩ resistor (R1a, needed to prevent oscillation while the relay is closed) and a circuit for closing the relay. If the output voltage is being measured by an analog-to-digital converter and monitored by a microprocessor, the signal to close the relay can be generated by software, and only a driver-to-power relay coil needs to be added. The potential errors in measuring charge with this circuit stem from leakage currents in the input transistor and in the surrounding circuit assembly, as they do with any charge integrator or low current electrometer. Leakage can occur through the relay, across circuit boards, or from the input of the device. With good electrometers, these currents are generally limited to on the order of 10^−14^ amps (Keithley Instruments Inc. 2014), or 6 × 10^−13^ C min^−1^.

The charge sensitive preamplifier circuit developed by [@R16] for use with early Rossi proportional counters has proven to be an extremely useful low-noise circuit. Consequently, the Radeka circuit was chosen as the basis for a charge integrator of the type illustrated in Fig. [2](#F2){ref-type="fig"}b. However, progressively lower leakage integrated circuits continue to be developed and may offer reduced minimum current integrators in the future (∼10^−15^ amps likely, Analog Devices 2014).

One major concern in dosimeter development is the performance of the proportional counters to be used. To evaluate proportional counter performance, the pulse height distributions collected for different radiations have to be analyzed. In order to obtain the pulse height data and to begin the development of the charge integrator based on the Radeka preamplifier design, the standard preamplifier circuit was implemented using surface mount components on printed circuit boards designed to operate inside the vacuum chamber with the proportional counter, Fig. [1](#F1){ref-type="fig"}b. Placing the preamplifier inside the vacuum chamber eliminates the capacitance to ground that is inherent in the feedthroughs required when placing the preamplifier outside the vacuum system and thus reduces the electronic noise. This approach has proven to be very successful in several experiments ([@R15]).

Various circuits for resetting the charge integrator (i.e., discharging the feedback capacitor), including semiconductor switches, were tested, but the most successful approach was the use of a miniature reed relay. These relays use switch contacts mounted in a glass capsule inside a solenoid electromagnet and are approximately the size of a conventional integrated circuit package. Many brands and models are available, and several were tested. Since the voltage across the relay will be limited to 10 V or less, an effective resistance of 10^16^ Ω will limit leakage current through the relay to 10^−15^ amps, 10% of the current that the authors anticipate measuring. The rated leakage resistance of these devices is typically 10^10^ to 10^12^ Ω, but previous experience has shown that the actual resistance is typically much higher if the devices are properly cleaned. A resistor, R1a in Fig. [2](#F2){ref-type="fig"}b, is required to limit the current during the reset process and to prevent oscillation. The value of R1a is not critical, but 10^7^ Ω is convenient and provides a reset time constant of 10 μs, which is short compared to the time required for relay operation.

To minimize leakage current associated with other components of the charge integrator, a custom input board was designed using Rexolite plastic and metal terminals, instead of printed circuit traces, to mount components. The input transistor, feedback and test capacitors, and reset relay were mounted on a single board. A wire lead (rather than surface mount) 2N4416 was used for the input transistor because its glass header provides higher leakage resistance than the plastic surface mount version. The bias current of the input JFET was adjusted to minimize leakage current to the transistor gate. The leakage current of the resulting assembly is typically less than 10^−14^ amps, although the current is higher for the first few minutes of operation if the charge integrator has been turned off.

One advantage of using this charge integrator is that the detector performance can be tested at any time by simply making an AC connection to an external shaping amplifier and multichannel analyzer. This can be done by attaching a capacitor to a test point at the output of the charge integrator. This connection does not interfere with charge data collection, so the dose-mean lineal energy can be determined by the variance method and by pulse-height analysis for exactly the same radiation exposure. However, this feature will be used for prototype testing only.

Electronics package, algorithm, and software
--------------------------------------------

The electronics package consists of three interconnected printed circuit boards: sensor board, daughterboard, and main board. The sensor board is used to interface the charge integrator with the daughterboard and main board through plug-in and wired connectors. The daughterboard is where the charge integrator signal is conditioned and converted to digital information. It also contains the chip for USB communications. The main board contains a microcontroller and low noise power supplies. The electronics package is powered by a DC supply nominally between 5.7--9.0 V; either a 6‐V or 9‐V battery can be used.

The charge integrator output, which typically ramps from −1.5 to +5 V, is fed into a differential amplifier on the daughterboard. Voltage divider resistors on the output of the differential amplifier scale the integrator signal to match the input of the analog-to-digital converter (ADC). The integrator voltage is converted to a 24‐bit digital output signal. The converted data is transferred to a memory buffer in the microcontroller on the main board for processing. For the prototype, the sample rate for algorithm calculation can be programmed from 1 to 770 samples s^−1^. A rate of 10 samples s^−1^ was used for the test measurements presented here.

On the main board, the digital signal from the ADC is input via serial interface to a microcontroller. In addition to processing the integrator signal and performing calculations, the microcontroller performs two other critical functions. First, a digital output port automatically resets the charge integrator through a transistor on the sensor board. The charge integrator reset voltage level is programmable and typically set between 4 and 5 V DC. Second, the microcontroller sets and maintains the negative high voltage level. The voltage level is typically set at −650 V.

A variance/covariance method using two different detectors that are sufficiently separated from each other can create difficulties in situations where space, mass, and power requirements are limited. For these reasons, the authors have adapted the statistically based method using only one detector to measure a sequence of charges during successive time intervals of equal duration. The concept assumes two virtual detectors, where detector 1 is assigned values during the odd numbered intervals and detector 2 is assigned values during the even numbered intervals. There is no limit on the total change in dose rate over the extended measurement period, but the rate of change between successive intervals must be small enough so that no significant change in dose rate occurs during the odd-even pair. This can be assured by automatically linking sampling rate to dose rate (not done for this prototype instrument).

The authors have employed an algorithm based on a statistical approach developed by [@R4]. It extracts the microdosimetric quantities frequency mean lineal energy (![](hp-109-277-i003.jpg)) and dose mean lineal energy (![](hp-109-277-i004.jpg)) from measurements of energy imparted in *N* successive time intervals of equal duration. The energy imparted in a given interval, *Y*~*i*~, is the sum of random events from the underlying single event distribution where the number of events in an interval is also random.

Naively, one would expect that ![](hp-109-277-i005.jpg), which is the *second* moment of the population divided by the *first* moment of the population, would be estimated simply by the sample analogs of the random sum of those quantities:

![](hp-109-277-i006.jpg)

The evaluation of this estimator for ![](hp-109-277-i007.jpg) was based on computing the expectations of the numerator in eqn (1):

![](hp-109-277-i008.jpg)

and denominator

![](hp-109-277-i009.jpg)

to extract the first and second moments of the underlying single event spectrum. However, the simple ratio of

![](hp-109-277-i010.jpg)

does not yield ![](hp-109-277-i011.jpg) because of an extra term in the numerator due to dispersion caused by the random number of events in each interval. The analysis showed that this dispersion could be removed from eqn (4) by inserting a term in the numerator based on the expectation of the product of energy imparted for successive intervals.

![](hp-109-277-i012.jpg)

This approximation provides an exact solution for over-dispersion when the mean number of events per interval (i.e., dose rate) remains constant during the total period of time required to accumulate data for *N* intervals. The expectation analysis also showed that the algorithm can provide a suitable estimate of ![](hp-109-277-i013.jpg) when there are linear trends in the dose rate during the measurement process.

The final algorithm

![](hp-109-277-i014.jpg)

was programmed into a Texas Instruments 16‐bit microcontroller. The programming language used is ANSI C. The C program file was compiled with TI's Code Composer Studio Version 4 through a USB-Debug-Interface converter. The C programming follows a command structure that is used to control the microcontroller from LabView or a terminal program such as HyperTerminal or TeraTerm.

The charge integrator voltage, which varies between −1.5 and +5 V dc, can be sampled at intervals determined by the desired sampling rate (for the tests described here, 10 samples s^−1^ was used) and placed in a buffer for processing. For the present prototype, the number of samples per dataset in the buffer is fixed at 300. Once the buffer has received 300 samples, the dataset is analyzed by the algorithm. The algorithm requires a sample set composed of the voltage difference between consecutive samples of raw voltage data from the charge integrator.

As illustrated and described below, the microprocessor calculates absorbed dose rate, dose equivalent rate, and total integrated dose and transmits them serially to a laptop computer with LabView software, which simulates the display that would exist on a hand-held or other unit in space.

TESTING AND VALIDATION
======================

Prior to integrating with the microprocessor, the detector (Fig. [1](#F1){ref-type="fig"}) was evaluated for response to background (beam turned off), 226 MeV protons (0.42 keV μm^−1^), and 200 MeV n^−1^ carbon ions (16 keV μm^−1^) at the Heavy Ion Medical Accelerator (HIMAC) of the National Institute of Radiological Sciences in Chiba, Japan. For these measurements, a multichannel analyzer (MCA) was used to collect the data from the pulse heights processed by a spectroscopic amplifier.

Observed in Fig. [3](#F3){ref-type="fig"} are the MCA spectra measured for protons and carbon ions. These are compared with a background measurement when the beam was turned off. For these measurements, the authors used identical high-voltage and exposure durations. One can see that these low-LET protons were detected above background, which was one of the considerations in performing the initial prototype test measurements. Another consideration was evaluating the angular dependence of the sensor. The carbon-ion results were used to characterize the response as a function of incident angle as described below.

![MCA spectra compared for 226‐MeV protons and 200‐MeV n^−1^ carbon ions. Background (source off) is plotted for comparison. The x-axis was converted from channel number to pulse height in volts.](hp-109-277-g003){#F3}

Prior to these measurements, the detector was filled and calibrated using ^241^AmBe neutrons at Texas A&M University (TAMU). The neutron drop-point was identified, and a conversion factor obtained for y (keV μm^−1^) per channel. The ![](hp-109-277-i015.jpg) results listed below for 200 MeV n^−1^ carbon were obtained using this neutron drop-point calibration.

The angular dependence of the detector was evaluated using plane parallel beams of C-12 ions at 200 MeV n^−1^ with incident angles 0, 45, 75, and 90 degrees relative to a plane perpendicular to the anode wire. The ![](hp-109-277-i016.jpg) values obtained as a function of angle are listed in Table [1](#T1){ref-type="table"}. It is notable that the ![](hp-109-277-i017.jpg) values do not indicate appreciable angular dependence, although some (about 10%) decrease is suggested at the 90° position.

###### 

Dose mean lineal energy (![](hp-109-277-i018.jpg)) measured for 200 - MeV n^−1^ carbon as a function of angle.

![](hp-109-277-g004)

For the following source testing experiments, the TEPC prototype was fully integrated with the microprocessor, which was programmed to operate in variance-covariance mode. A laptop computer with LabView software (National Instruments, Austin, TX, USA) was used to display the data generated by the prototype and to permit remote operation.

The prototype was exposed to a broad range of gamma-ray dose rates at the Stanford Linear Accelerator Center (SLAC) health physics instruments calibration facility. Both ^137^Cs and ^60^Co gamma-ray sources were used. A NIST calibrated tissue-equivalent ion chamber was used as a standard to measure dose rate at the detector position. The rate of charge increase in the charge integrator was shown to be proportional to dose rate. This is observed in Fig. [4](#F4){ref-type="fig"}, where the slope of the charge increase (measured in V s^−1^) is plotted as a function of dose rate. In this case, the net slopes are plotted; i.e., slopes measured with radiation source minus slopes measured without the radiation source. The results demonstrate (1) a linear response from ambient GCR levels to the much higher dose rates possible from a large SPE, likely less than 100 mGy h^−1^ during EVA ([@R18]) and much less inside a spaceship or a shielded planetary habitat; and (2) a reproducible response as observed for measurements made on different dates using two different gamma-ray sources. It is noted that a linear response was also observed for ^241^AmBe neutrons tested over a similar range of slopes (from 0.0125 to 1.278 V s^−1^) at TAMU (data not shown). These results demonstrate system linearity and reproducibility for the measurement of charge integration, which is proportional to absorbed dose rate.

![Linear response of the prototype to a broad range of gamma-ray dose rates. Net slopes are slopes measured with radiation source minus slope measured without radiation source. The slope measured without radiation source was determined to be 0.21 ± 0.02 V s^−1^ and resulted from a leakage current that was observed to be stable during these test measurements, permitting confident background subtraction.](hp-109-277-g005){#F4}

Measurement results obtained using the compact TEPC were also compared with results from other radiation dosimeters exposed to either ^137^Cs gamma rays or ^241^AmBe neutrons at TAMU. For ^137^Cs gamma rays, comparisons were made between responses of the compact TEPC, a 2‐in cylindrical TEPC operating in the pulse height mode and being prepared for deployment to the ISS, and a calibrated Far West 80‐cc tissue-equivalent ion chamber (TEIC). In this comparison, the Far West 80‐cc TEIC was used as the standard reference dosimeter. The results are seen in Table [2](#T2){ref-type="table"}. The compact TEPC was within 1% and 5% of the standard Far West ion chamber at 7.50 and 2.97 mGy h^−1^, respectively, but was 24% higher than the TEIC at 1.15 mGy h^−1^ due to the leakage current in the charge integrator. The TEPC operating in pulse-height mode was consistently about 9% low, probably due to the loss of low *y* events, which are blocked by the lower level discriminator. The results confirmed that the compact TEPC correctly measures absorbed dose rate, at least at the dose rates used for these intercomparisons. Further reductions in the leakage current of the charge integrator will be achieved with new integrated circuit developments and will reduce errors at low-dose rates.

###### 

Gamma-ray intercomparisons.

![](hp-109-277-g006)

For ^241^AmBe fission neutrons, comparisons were made with results obtained using the calibrated 80‐cc Far West TEIC reference dosimeter. Results are seen in Table [3](#T3){ref-type="table"}. The measured dose rates for ^241^AmBe neutrons agree well with the reference dosimeter results. The absorbed dose rates (mGy h^−1^) and dose-equivalent rates (mSv h^−1^) for the two source-to-detector distances were calculated in real-time by the compact TEPC microprocessor. The algorithm in the microprocessor calculates the quality factor (Q) for each sampling set (in this case, 300 measurements) based on [@R8] with the assumption that ![](hp-109-277-i019.jpg) equals the dose-mean LET ([@R9]) and then obtains the dose-equivalent rate for each sampling set from the product of Q and the absorbed dose rate. The results from a sufficient number of sampling sets are then averaged to provide mSv h^−1^ and Q for the compact TEPC data in Table [3](#T3){ref-type="table"}. The results for Q of 9 and 12 are in agreement with Q values of about 10 obtained for ^241^AmBe neutrons using TEPCs with 2‐μm simulated diameter ([@R1]).

###### 

Neutron intercomparisons.

![](hp-109-277-g007)

CONCLUSION
==========

In conclusion, a compact TEPC prototype has been developed and initial radiation testing performed. The TEPC is being designed to meet the stringent requirements for future deep-space human exploration missions. Key characteristics include small mass (∼250 g), low power consumption (∼0.5 W), omni-directionality, tissue equivalence, broad LET response (can detect minimally ionizing protons), and broad dose-rate response that includes both GCR and SPE radiations. The TEPC can provide absorbed dose to skin during SPE and determine absorbed dose to BFO (with buildup cap), and it demonstrates good reproducibility.
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